
INSTALLATION PROCEDURE

(1X) MOUNTING BRACKET
105-00029

(2X) WORM GEAR CLAMP
011-00077

1- POSITION THE ASSEMBLY ON THE FEED TUBE AND ORIENT AS 
REQUIRED.
2- ENSURE THE ACTUAL CLEARANCE BETWEEN THE TIP OF THE 
SENSOR IS BETWEEN 3mm [1/8in] AND 6mm [1/4in]. ADJUST 
THE LOCKNUTS IF NECESSARY.
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